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[57] ABSTRACT 

The present invention relates to a 3-dimensional cell to 
tissue and maintenance process, more particularly to 
methods of culturing cells in a culture environment, 
either in space or in a gravity field, with minimum fluid 
shear stress, freedom for 3-dimensional spatial orienta- 
tion of the suspended particles and localization of parti- 
cles with differing or similar sedimentation properties in 
a similar spatial region. 
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THREE-DIMENSIONAL CELL TO TISSUE 
ASSEMBLY PROCESS 

ORIGIN OF THE INVENTION 5 

The invention described herein was made in the per- 
formance of work under NASA contract and is subject 
to provisions of Section 305 of the National Aeronautics 
and Space Act of 1958, Public Law 85-568 (72 Stat. 435; 

42 U.S.C. 2457). 10 

RELATED APPLICATIONS 

This application is a continuation-in-part application 
of U.S. patent applications Ser. No. 07/213,558 filed 
Jun. 30, 1988 (MSC21294-1) now U.S. Pat. No. 15 
5,026,650 and Ser. No. 07/213,559 filed Jun. 30, 1988 
(M SC-2 1293-1), now U.S. Pat. No. 4,988,623; all of 
which are specifically incorporated as if fully set forth 
herein. 
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FIELD OF THE INVENTION 

The present invention relates to a 3-dimensional cell 
to tissue and maintenance process, more particularly to 
methods of culturing cells in a culture environment, 
either in space or in a gravity field, with minimum fluid 25 
shear stress, freedom for 3-dimensional spatial orienta- 
tion of the suspended particles and localization of parti- 
cles with differing or similar sedimentation properties in 
a similar spatial region. 

BACKGROUND OF THE INVENTION 3 ° 

Cell culture processes have been developed for the 
growth of single cell bacteria, yeast and molds which 
are resistant to environmental stresses or are encased 
with a tough cell wall. Mammalian cell culture, how- 35 
ever, is much more complex because such cells are more 
delicate and have more complex nutrient and other 
environmental requirements in order to maintain viabil- 
ity and cell growth. Large scale culture of bacterial 
type cells is highly developed and such culture pro- 40 
cesses are less demanding and are not as difficult to 
cultivate as mammalian cells. These techniques are 
highly empirical and a firm theoretical basis is not de- 
veloped. Bacterial cells can be grown in large volumes 
of liquid medium and can be vigorously agitated with- 45 
out any significant damage. Mammalian cells, on the 
other hand, cannot withstand excessive turbulent action 
without damage to the cells and must be provided with 
a complex nutrient medium to support growth. 

In addition, mammalian cells have other special re- 50 
quirements, in particular most animal cells must attach 
themselves to some substrate surface to remain viable 
and to duplicate. On a small scale, mammalian cells 
have been grown in containers with small microwells to 
provide surface anchors for the cells. However, cell 55 
culture processes for mammalian cells in such mi- 
crowell containers generally do not provide sufficient 
surface area to grow mammalian cells on a sufficiently 
large scale basis for many commercial or research appli- 
cations. To provide greater surface areas, microcarrier 60 
beads have been developed for providing increased 
surface areas for the cultured cells to attach. Microcar- 
rier beads with attached cultured cells require agitation 
in a conventional bio-reactor vessel to provide suspen- 
sion of the cells, distribution of fresh nutrients, and 65 
removal of metabolic waste products. To obtain agita- 
tion, such bio-reactor vessels have used internal propel- 
lers or movable mechanical agitation devices which are 
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motor driven so that the moving parts within a vessel 
cause agitation in the fluid medium for the suspension of 
the microcarrier beads and attached cells. Agitation of 
mammalian cells, however, subjects them to high de- 
grees of shear stress which can damage the cells and 
limit ordered assembly of these cells according to cell 
derived energy. These shear stresses arise when the 
fluid media has significant relative motion with respect 
to vessel walls, impellers, or other vessel components. 
Cells may also be damaged in bio-reactor vessels with 
internal moving parts if the cells or beads with cells 
attached collide with one another or vessel compo- 
nents. 

In addition to the drawbacks of cell damage, bio- 
reactors and other methods of culturing mammalian 
cells are also very limited in their ability to provide 
conditions which allow cells to assemble into tissues 
which simulate the spatial 3-dimensional form of actual 
tissues in the intact organism. Conventional tissue cul- 
ture processes limit, for similar reasons, the capacity for 
cultured tissues to express a highly functionally special- 
ized or differentiated state considered crucial for mam- 
malian cell differentiation and secretion of specialized 
biologically active molecules of research and pharma- 
ceutical interest. Unlike microorganisms, the cells of 
higher organisms such as mammals form themselves 
into high order multicellular tissues. Although the exact 
mechanisms of this self-assembly are not known, in the 
cases that have been studied thus far, development of 
cells into tissues has been found to be dependent on 
orientation of the cells with respect to each other (the 
same or different type of cell) or other anchorage sub- 
strate and/or the presence or absence of certain sub- 
stances (factors) such as hormones, autocrines, or para- 
crines. In summary, no conventional culture process is 
capable of simultaneously achieving sufficiently low 
shear stress, sufficient 3-dimensional spatial freedom, 
and sufficiently long periods for critical cell interactions 
(with each other or substrates) to allow excellent mod- 
eling of in vivo tissue structure. 

A paper entitled: “The Clinostat — A Tool For Ana- 
lyzing The Influence of Acceleration On Solid-Liquid 
Systems” by W. Briegleb, published by the proceedings 
of a workshop on Space biology, Cologne Germany, on 
Mar. 11, 1983, (ESASP-206, May 1983). In this paper, 
clinostat principles are described and analyzed relative 
to gravity affects. Some clinostat experiments are de- 
scribed including experiments where monocellular sus- 
pended organisms (protozoans) are placed within cylin- 
ders which are rotated about a horizontal axis. 

A paper entitled, “The Large-Scale Cultivation of 
Mammalian Cells”, by Joseph Feder and William R. 
Tolbert, published in the Scientific American, Jan. 
1983, Vol. 248, No. 1. pps. 36-43. In this paper, agitation 
of the cells is described as required to keep the cells 
suspended in the medium and describes a turbine agita- 
tor, a marine propeller agitator, and a vibro mixer for 
mixing. The paper also describes a perfusion reactor in 
which an agitation is provided by four slowly rotating 
flexible sheets of monofilament nylon which are rotated 
about a vertical axis while the medium in the main ves- 
sel is continuously pumped to the satellite filter vessel. 
The filter retains the cells which are pumped along with 
the remainder medium back into the vessel for further 
proliferation. 

A paper entitled, “Large Scale Cell Culture Technol- 
ogy”, William R. Tolbert, Joseph Feder, Monsanto 
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Company, St. Louis, Mo., Annual Reports on Fermen- 
tation Processes, Vol. 6 , 1983, discloses a flat plate hol- 
low fiber system of high culture surface area described 
as allowing culture of anchorage dependent cells and 
accumulation of cell secretory products. A culture ves- 5 
sel with flexible spiral vanes for suspension of microcar- 
riers and a fluidited bed with media perfusion is de- 
scribed. 

A paper entitled, “Gravisensitivity of the Acellular, 
Slime, Mold, Physarum, Polycephalum Demonstrated 10 
on the Fast Rotating Clinostat”, by Ingrid Block and 
Wolfgang Brigley, published in the European Journal 
of Cell Biology 41, pps. 44-50, 1986. This paper de- 
scribed rotation of a culture vessel about a horizontal 
axis for the simulation of weightlessness. * 5 

A paper entitled, “Cell and Environment Interactions 
in Tumor Microregions: The Multicell Spheroid 
Model”, by Robert M. Sutherland, Science 240: 
177-184, (1988) discloses the use of multicell spheroids, 
without attachment substrates, of tumor cells to study 2 
cell and environment interactions in tumors. Conven- 
tional culture„processes are utilized to produce limited 
size and viable tumor cell aggregates. 

Cell cultures from various bio-reactors, including a ^ 
prototype of a slow turning lateral vessel (STLV) de- 
signed for batch culturing of cells were presented at a 
poster session at the First Canadian Workshop on R & 

D Opportunities on Board the Space Station, National 
Research Council Canada, May 6 - 8 , 1987, Ottawa, 
Canada, and published in the Proceedings “Spacebound 
*87”, as a paper entitled “Growth and Maintenance of 
Anchorage Dependent Cells in Zero Headspace Bi- 
oreactor Systems Designed For Microgravity”, by 
Lewis et al. 35 

A paper entitled, “Physical Mechanisms of Cell Dam- 
age in Microcarrier Cell Culture Bioreactors”, Robert 
S. Cherry and Eleftherios Terry Poportsakis, Biotech- 
nology and Bioengineering, Vol. 32, Pp. 1001-1014 
(1988) discloses mechanisms for damage of anchorage 40 
dependent cells cultured on microcarrier beads. Bridg- 
ing of cells across beads to form bead aggregates is 
described as a damage mechanism due to breaking of 
these bridges from mechanical mechanisms. 

SUMMARY OF THE INVENTION 45 

The process of the present invention provides meth- 
ods for enhancing the culture of cells and living 3- 
dimensional tissues by controlling the fluid mechanical 
environment to achieve the desired culture characteris- 50 
tics. More specifically, the process of the present inven- 
tion allows enhanced capability to simultaneously 
achieve a culture environment with reduced fluid shear 
stress, freedom for 3 -dimensional spatial orientation (of 
suspended particles), and localization of particles with 55 
differing (or similar) sedimentation properties in a simi- 
lar spatial region (collocation). This enhanced culture 
process allows orderly assembly of cells and attachment 
substrates into higher order tissue-like structures. Car- 
rying out the culture process of the present invention in 60 
reduced gravity, as in space, allows an immense expan- 
sion of these operating limitations. However even in 
unit gravity the process of this invention allows a large 
improvement over conventional culture processes for 
typical tissues of interest. The minimal fluid shear stress 65 
obtainable in unit gravity is determined by the gravita- 
tionally induced motion of the suspended particles 
through the culture medium and is far less in the process 
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of the present invention than that obtainable by culture 
processes heretofore used. 

A 3-dimensional culture environment which initially 
is controlled to have essentially no fluid shear stress 
which is part of the process of the present invention 
allows higher densities of healthy living cells and allows 
the maintenance or growth of cells into higher order 
3 -dimensional multicellular tissue-like structures with 
larger size, improved viability, and finer delicate struc- 
ture than other culturing processes. These cultured 
tissues are higher fidelity models of the actual in vivo 
tissue and are therefore important for research and clini- 
cal applications. In addition delicate cell types may be 
cultured with improved viability with the processes of 
the present invention. In the process of the present 
invention, higher levels of cell and tissue differentiation 
may be obtained by allowing freedom for the spatial 
orientation of cells with respect to each other, exchange 
of soluble chemical signals, intercellular mechanical 
signals, cellular to insoluble substrate interactions, and 
expression of the tissue differentiation state resulting 
from these inductive mechanisms. 

The minimal shear stress level obtainable in unit grav- 
ity is obtained when the fluid medium, vessel wall, and 
internal vessel components are caused to rotate at the 
same angular rates. The absolute angular rotation rate is 
chosen to produce the desired orbital path of cells, 
tissues, and substrates through the fluid medium. This 
path is primarily determined by the sedimentation prop- 
erties of these suspended particles (through the culture 
medium), the external gravitational field strength (and 
direction), angular rotational rates, and vessel dimen- 
sions. These parameters are related by the appended 
fluid dynamic calculations which may be utilized to 
choose optimal rotation rates and vessel dimensions for 
specific cultured tissues and culture fluid mediums of 
various viscosities. In a specific process, the fluid cul- 
ture medium is caused to rotate about a horizontal (or 
nearly horizontal) axis with respect to the external grav- 
ity vector at an angular rate which optimizes the orbital 
path of cells, tissues, and attachment substrates sus- 
pended within this culture medium so as to optimally 
control collision frequencies, collision intensities, and 
localization of these particles with themselves and with 
the limiting boundaries of the culture vessel. The vessel 
walls are set in motion relative to the fluid medium and 
internal vessel components so as to introduce initially 
essentially no fluid shear field; however, when appro- 
priate to produce the desired multicellular assemblies or 
for the specific research purpose, such as studying the 
effects of shear on the 3-dimensional tissue, a shear field 
may be introduced and controlled. 

BRIEF DESCRIPTION OF THE DRAWINGS 

FIG. 1 schematically illustrates one apparatus which 
may be utilized in the present invention; 

FIG. 2 schematically illustrates the apparatus in FIG. 
1 in vertical cross section; 

FIG. 3 is a view in cross section along line 33 of FIG. 
2 ; and 

FIG. 4 is a view in vertical cross section similar to 
FIG. 2 but illustrating more detail. 

FIG. 5 is the orbital path of a typical assembled tissue 
particle in the non-rotating reference frame. 

FIG. 6 is a graph of the magnitude of deviation of an 
assembled tissue particle per revolution. 

FIG. 7 is a representative particle path as observed in 
the rotating reference frame of the rotating fluid media. 
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DETAILED DESCRIPTION OF THE 
INVENTION 

The process of the present invention optimizes a 
group of culture environmental conditions, even as the 5 
culturing progresses, in a manner which greatly en- 
hances the capability to form and maintain 3-dimen- 
sional living tissues. The 3-dimensional living tissues are 
formed and maintained from cells, which is used herein 
to include cells in any form, for example, individual 10 
cells or tissue or dissociated source cells or cells pre- 
attached to substrates or intact tissue resections. The 
process simultaneously minimizes the fluid shear stress, 
provides 3-dimensional freedom for cell and substrate 
spatial orientation, and increases localization of cells, 15 
tissues, and substrates in a similar spatial region for 
significant periods during the cell culture. The process 
of the present invention provides these three criteria 
which are hereinafter referred to as “the three criteria 
above”. Transient disruptions of the stabilized environ- 20 
ment are permitted and are tolerated for logistical pur- 
poses during initial system priming, sample acquisition, 
system maintenance, and culture termination. The cul- 
tured 3-dimensional tissues (and substrates) increase in 
size as the culture progresses necessitating appropriate 25 
adjustment of rotational rates. The extent or amount of 
adjustment, depending on vessel dimensions, external 
gravitational strength, and absolute sedimentation rate 
of particles through the media is made in order to opti- 
mize these particle paths. Increased external gravity 30 
field strength and increased tissue (and substrate) sedi- 
mentation fate induce restrictions on the choice of pa- 
rameters, particularly rotational rate, which ultimately 
limits the useful operating range of the process. These 
same factors place a lower limit on the shear stress 35 
obtainable, even within the process operating range, 
due to gravitationally induced drift of the particles 
through the culture media. Calculations and measure- 
ments place this minimum shear stress very nearly to 
that resulting from the particles terminal sedimentation 40 
velocity (through the culture media) for the external 
gravity field strength. Centrifugal and coriolus induced 
motion along with secondary effects due to particle and 
fluid interactions act to further degrade the shear stress 
level as the growing tissue increases in size. The process 45 
of the present invention thus provides an optimization 
for culturing cells, and 3-dimensionality for spatial ori- 
entation of cells, substrates, and tissues. The process 
further provides for selecting vessel dimensions and 
rotational rates which minimize collisions of the cul- 50 
tured particles with vessel walls or internal compo- 
nents. Again, increased gravity and particle sedimenta- 
tion rate (which is proportional to size in all cases in our 
experience) cause restrictions to the process operating 
range in terms of maintaining 3-dimensional freedom. 55 

The particular paths which result from rotation of 
cells, tissues, and substrates about an axis nearly perpen- 
dicular to gravity results in these particles, which may 
differ greatly in sedimentation rates, to remain spatially 
localized in similar regions for extended periods of time. 60 
Those time periods may vary from seconds (when sedi- 
mentation characteristics are large) to hours (when 
sedimentation differences are small). In the process of 
the present invention this time is extended as compared 
to conventional techniques. This allows these particles 65 
sufficient time to interact as necessary to form multi-cel- 
lular structures and to associate with each other. The 
ability to retain this spatial approximation of particles, 
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which may differ in sedimentation properties, is de- 
graded by increasing gravity and by increasing particle 
sedimentation rate. In all of the “three criteria above”; 
minimizing fluid shear stress, maintaining 3-dimensional 
freedom for spatial orientation, and maximizing spatial 
approximation of particles with differing sedimentation 
properties, a degradation of performance is observed 
with increasing external gravitational field strength and 
with increasing particle sedimentation rate. The process 
of the present invention provides these three criteria 
above in a manner heretofore not obtained and opti- 
mizes the culture environment. It is therefore clear that 
further enhancement of this process is obtained in a 
reduced gravity environment. 

This process provides the necessary means for sup- 
port of respiratory gas exchange, supply of nutrients, 
and removal of metabolic waste products. This is ac- 
complished either by perfusion of media through an 
external media perfusion loop, direct injection to the 
culture media, or exchange of these molecules across a 
diffusion membrane. The atmospheric environment 
outside the vessel or circulation loop is controlled with 
respect to temperature, humidity, and gas mixture. This 
is accomplished by placing the culture and apparatus 
within a tissue culture incubator. 

This cell and tissue culture process provides a stabi- 
lized environment into which cells or tissues may be 
introduced, suspended, assembled, grown, and main- 
tained with improved retention of delicate 3-dimen- 
sional structural integrity. The fluid culture media is 
initially stabilized into near solid body horizontal rota- 
tion within the confines of a similarly rotating vessel 
wall. The slowest RPM is chosen which will be suffi- 
cient to produce acceptable particle orbits (with respect 
to the three criteria above) upon addition of the initial 
priming load of cells, tissue, and substrates. The initial 
culture may be primed with metabolically living matter 
which for example may be separated cells and sub- 
strates, cells already attached to substrates, or resections 
of tissue from donor sources. The addition or priming of 
particles, cells or substrates, may be simultaneously or 
sequentially introduced. In most cases the initial parti- 
cles with which the culture is primed sediment at a slow 
rate under 0.1 centimeter per second. It is therefore 
possible, at this early culture stage, to select from a 
broad range of rotational rates (typically 5 to 120 RPM) 
and vessel diameters (typically 0.5 to 36 inches). The 
slowest rotational rate is advantageous because it mini- 
mizes equipment wear and other logistics associated 
with handling of the culture. A vessel diameter is 
chosen which has the appropriate volume for the in- 
tended quantity of cultured material and which will 
allow a sufficient seeding density of cells, tissues, and 
substrates for the availability of these components. The 
outward particle drift due to centrifugal force is exag- 
gerated at higher vessel radii and for rapidly sediment- 
ing particles. This limits the maximum radius of the 
rotational culture as a function of the sedimentation 
properties of the tissues anticipated in the final culture 
stages (when large tissues with high rates of sedimenta- 
tion have formed). Selected levels of shear stress may be 
introduced to the culture environment by differential 
rotation of vessel components. This is useful to control 
the rate and size of tissue formation in order to maintain 
the particle sizes (and associated sedimentation rate) 
within a range for which the process is able to satisfy 
the three criteria above. 
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The presence of particles within the stabilized fluid 
media causes secondary effects to this fluid. These parti- 
cles move through the fluid media under the influence 
of gravity, centrifugal, and coriolus forces. This motion 
induces secondary motions to the fluid media. The “sta- 5 
bilized fluid media” referred to in this process is that 
fluid condition, particularly the fluid velocity gradients, 
prior to introduction of the particles, but which will 
support a nearly uniform suspension of these particles 
upon their introduction. Therefore, the significant mo- 10 
tion of the fluid media with respect to vessel walls, 
significant fluid shear stress, and other fluid motions are 
the result of the presence of these particles within the 
fluid media. One exception is the case where a fluid 
velocity gradient and resulting fluid shear stress is inten- 15 
tionally placed on the stabilized fluid for the purpose of 
limiting the rate or ultimate size of tissue assembly, or 
for shear stress research purposes. 

The path of the particles has been analytically calcu- 
lated in terms of the physical variables important to this 20 
tissue culture process. These variables are the vessel 
dimensions, fluid rotational rate, external gravitational 
field strength, and particle sedimentation rate. The anal- 
ysis incorporates the particle motion resulting from 
gravity, centrifugation, and coriolus effects. A com- 25 
puter simulation of these governing equations allows 
the operator to model the process and select parameters 
acceptable (or optimal) for the particular planned tissue 
culture. FIG. 5 shows the typical shape of the particle 
orbit as observed from the external (non-rotating) refer- 30 
ence frame. FIG. 5 is a graph of the radial deviation of 
a particle from the ideal circular streamline plotted as a 
function of RPM (for a typical particle sedimenting at 
0.5 cm per second terminal velocity). This graph (FIG. 

6) shows the decreasing amplitude of the sinusoidally 35 
varying radial particle deviation as induced by gravita- 
tional sedimentation. FIG. 6 also shows increasing ra- 
dial particle deviation (per revolution) due to centrifu- 
gation as RPM is increased. These opposing constraints 
necessitate carefully choosing the optimal RPM to mini- 40 
mize particle impacts with, or accumulation at the ves- 
sel walls. A family of curves is generated which is in- 
creasingly restrictive, in terms of workable RPM selec- 
tions, as the external gravity field strength is increased 
or the particle sedimentation rate is increased. This 45 
family of curves, or preferably the computer model 
which solves these governing orbit equations, is utilized 
to select the optimal RPM and vessel dimensions for 
culture of particles of a given sedimentation rate in a 
given external gravity field strength. As a typical cul- 50 
ture progresses the tissues increase in size and sedimen- 
tation rate therefore necessitating frequent re-selection 
of the optimal rotation rate. 

A gross determination of corrective rotational rate 
adjustments in response to visual observations may be 55 
made. If the particles are observed to excessively distort 
inwards on the downward side and outwards on the 
upwards side then RPM must be increased. If the parti- 
cles are observed to centrifugate excessively to the 
outer walls then the RPM must be reduced. As the 60 
operating limits are reached in terms of high particle 
sedimentation rates or high gravity strengths the opera- 
tor is unable to satisfy both of these conditions and is 
forced to accept a degradation in performance as mea- 
sured against the three criteria above. If the particle 65 
orbit, FIG. 5, is observed from the rotating reference 
frame of the fluid media it is seen to move in nearly 
circular path under the influence of the now rotating 
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gravity vector (FIG. 7). The two pseudo forces, cori- 
olus and centrifugal, result from the rotating (acceler- 
ated) reference frame and cause distortion of the other- 
wise nearly circular path. Higher gravity levels and 
higher particle sedimentation rates produce larger ra- 
dius circular paths which correspond to larger trajec- 
tory deviations from the ideal circular orbit as seen in 
the non rotating reference frame. In the rotating refer- 
ence frame it is now apparent that particles of differing 
sedimentation rates will remain spatially localized near 
each other for long periods of time with greatly reduced 
net cumulative separation than if the gravity vector 
were not rotated. The particles are sedimenting. But 
they are sedimenting in a small circle (as observed in the 
rotating reference frame).This allows particles of differ- 
ing sedimentation properties sufficient time to interact 
mechanically and through soluble chemical signals. The 
sedimentation rates of cells, tissues, and substrates for 
which this process produces significant advantages is 
from essentially zero up to 10 cm per second. As the 
external gravity field is reduced it is possible to obtain 
much denser and larger 3-dimensional structures. In 
order to obtain the minimal shear stress level it is impor- 
tant that the vessel walls and internal components be 
rotated at as nearly as possible the same rate as the 
culture media. This minimizes the fluid velocity gradi- 
ent induced upon the stabilized fluid media. Fresh or 
recycled culture media may be moved within the vessel 
at a rate sufficient to support metabolic gas exchange, 
nutrient delivery, and metabolic waste product re- 
moval. This also will slightly degrade the otherwise 
quiescent culture environment. In the typical case (a 
tissue which sediments at 0.5 cm per second) in which 5 
ml per minute is perfused through a 500 ml culture 
vessel an average flow speed of 0.001 cm per second 
results. This is quite acceptable and is far slower than 
either gravitationally or centrifugally induced particle 
motion. This perfusion rate may be increased as the 
tissues* metabolic demand increases and a large margin 
is available before significant fluid shear stress results 
from this fluid perfusion motion. It is necessary to intro- 
duce a mechanism for the support of respiratory gas 
exchange, nutrient delivery, factor delivery, and meta- 
bolic waste product removal in order to provide a long 
term stable culture environment able to support signifi- 
cant metabolic loads for periods of hours to months. 

In addition to the qualitatively unique tissues which 
are produced by the process of the present invention an 
increased efficiency with respect to utilization of the 
total vessel volume for cell and tissue culture is obtained 
due to' the nearly uniform homogeneous suspension 
achieved. This allows an increased number of cells or 
total tissue mass in the same volume reactor with less 
human resources. Many cell types may be utilized in 
this process including mammalian, reptile, fish, yeast, 
and bacteria. The advantage over conventional meth- 
ods is dependent upon the degree to which 3-dimen- 
sional spatial freedom for metabolically active cell in- 
teractions, assembly, growth, and maintenance is de- 
sired to occur in a low (or controlled) shear rate fluid 
field. The greatest anticipated advantage is for mamma- 
lian cells which are highly shear sensitive and depend 
greatly on multi-cellular architecture and attachment 
substrates for their differentiation and function. Funda- 
mental cell and tissue biology research as well as clini- 
cal applications requiring accurate in vitro models of in 
vivo cell behavior are applications for which this pro- 
cess provides an enhancement. 
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In order to form or to maintain 3-dimensional living 
tissues from cells or tissue obtained from natural sources 
this process provides a stabilized quiescent minimal 
fluid shear stress environment into which cell attach- 
ment substrates, structural substrates, and living cells or 5 
tissues may be introduced, suspended, assembled, 
grown, and maintained with retention of delicate 3- 
dimensional structural integrity. Controlling these par- 
ticle orbits, particle spatial localizations, and baseline 
fluid shear rates, by rotation of the culture environment 10 
about an axis nearly perpendicular to the gravity vec- 
tor, produces a process which optimally counteracts the 
detrimental sedimentation effects, caused by gravity. 
These effects limit the ability of conventional tech- 
niques to simultaneously provide a low fluid shear stress 15 
environment, provide 3-dimensional freedom for tissue 
assembly and maintenance, and to maintain a spatial 
proximity of particles with differing sedimentation 
properties. 

The process of the present method may be carried out 20 
in a number of specific apparatus. Two specific appara- 
tus have been used and are described in detail in the 
U.S. patent applications Ser. Nos. 7/213,558 (now U.S. 
Pat. No. 5,026,650) and 7/213/559 (now U.S. Pat. No. 
4,988,623) referred to herein. One application is di- 25 
rected to a bio-reactor referred to as a slow turning 
lateral (STLV) and the other is a rotating wall perfused 
vessel (RWPV). The detailed description of the latter is 
included herein for clarity. The paragraphs which fol- 
low are the descriptions of the RWPV bio-reactor. 30 

Referring now to FIG. 1, in the overall system illus- 
trated, a main fluid flow loop 10 for growing mamma- 
lian cells includes a rotating cell culture reactor vessel 
11, and oxygenator 13, a main pump 15 and a supply 
manifold 17 for the selective input of nutrients, acids, 35 
bases, or buffers, such as, sodium hydroxide or fresh 
medium. The main pump 15 provides fresh fluid me- 
dium to the oxygenator 13 where the fluid medium, is 
oxygenated and passed through the cell culture reactor 
vessel 11. The return spent fluid medium from the cell 40 
culture reactor is returned to the manifold 17 where it 
receives a fresh charge of nutrients, sodium hydroxide 
or liquid medium, as necessary, before recycling by the 
pump 15 through the oxygenator 13 and to the cell 
culture vessel 11. Thus, a continuous loop system is 45 
provided for the cell growth in the cell culture reactor 
vessel. 

In the system 10, the culture fluid medium is circu- 
lated through the living cell culture in the vessel 11 and 
around an external life support loop, as shown in the 50 
FIG. 1. In this external loop, adjustments are made in 
response to chemical sensors (not shown) which main- 
tain constant conditions within the cell culture vessel 
11. PH is corrected by controlling carbon dioxide pres- 
sures and introducing acids or bases. Oxygen, nitrogen, 55 
and carbon dioxide are dissolved in a gas exchange 
system (not shown) in order to support cell respiration. 
The closed loop adds oxygen and removes carbon diox- 
ide from a circulating gas capacitance. In this way the 
minimum amount of stored gases may be taken into 60 
space if the device is utilized on a space station or other 
space vehicles. 

FIGS. 2 and 3 schematically illustrate the general 
details of a rotatable bio-reactor or cell culture reactor 
vessel 11 illustrating the present invention. In FIGS. 2 65 
and 3, an outer tubular housing 20 is rotatably sup- 
ported for rotation about a horizontal central axis 21 
and about an input shaft 23 and an output shaft 25 which 
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are aligned with the central axis. The outer tubular 
housing 20 has a cylindrically shaped interior wall 27 
and transverse end walls 28, 29 which generally define 
a cylindrically shaped, elongated cell culture chamber 
30. A spur gear 32 is attached to one end of the housing 
20 and is driven by a motor 33 to rotate the housing 
about its central horizontal axis 21. 

Coaxially disposed about the central axis 21 is tubular 
inner filter assembly or member 35 which is rotatably 
mounted on the input shaft 23 and is coupled (as shown 
by the dashed line 36) to the output shaft 25. The output 
shaft 25, in turn, is rotatably supported, in a stationary 
housing 40 and the output shaft has an externally lo- 
cated spur gear 41 which is connected to a drive means 
42 for rotating the output shaft 25 and the inner filter 
assembly 35 independently of the outer housing 20. The 
annular space 30 between the inner filter assembly 35 
and the interior wall 27 of the outer housing member 20 
define the annular cell culture chamber 30 located about 
the horizontal axis 21. Intermediate of the outer wall 43 
of inner filter assembly 35 and the inner wall 27 of the 
outer member 20 is a blade member system 50 which 
includes two lengthwise extending blade members 50a 
and 506 which are equiangularly spaced from one an- 
other about the central axis 21. Each of the blade mem- 
bers 50a and 506 at one longitudinal end have a radial 
arm 52 which is rotatably supported on the output shaft 
25 and at an opposite longitudinal end 54 have a radial 
arm 55 which is coupled to the input shaft 23 (shown by 
dashed line 56). The input shaft 23, in turn, is rotatably 
mounted in a stationary housing 60 and the input shaft 
has a spur gear 61 which is driven by an independent 
drive mechanism 62 for rotation of the blade members 
50 independent of the rotation of the outer member 20. 

As shown in FIG. 3, the angular rotation of the three 
sub-assemblies 20, 35 and 50, i.e., the inner filter member 
35 the outer housing member 20 and the intermediate 
blade member 50, can be at the same angular rate and in 
the same direction about a horizontal rotational axis and 
in the same direction about a horizontal axis so that 
there is no relative movement between the three sub- 
assemblies. This condition of operation obtains a clino- 
stat suspension of microcarrier beads in a fluid medium 
within the cell culture chamber without turbulence. 

The rotation of the filter can be started and stopped 
which will cause the turbulence on the surface of the 
filter and keep the surface clean. The blade members or 
vanes 50a and 506 assist cell culture as they grow to 
maintain spatial positions in the rotating fluid medium. 
This is particularly helpful for higher density culture 
particles such as bone cells. By rotating the fluid and the 
outer wall, the velocity gradient at the wall boundary 
layer is nearly eliminated. 

Referring again to FIG. 2, fluid medium containing 
fresh nutrients and gases is input, as shown by an arrow 
65, to a passageway 66 in the stationary housing 60 and 
connects to a longitudinal passageway 67 in the input 
shaft 23 by virtue of a sealed rotative coupling 70. The 
passageway 67 in the input shaft 23 couples to a radial 
supply passageway 72 in an end cap of the outer mem- 
ber 20 by virtue of a sealed rotative coupling 75. The 
radial supply passageway 72, in turn, connects to space 
apart radically directed input passages 78, 79 in the 
outer housing 20 member where the input passages 78, 
79 are located at opposite ends of the cell culture cham- 
ber 30. As shown by the arrows, when fluid is input at 
both ends of the cell culture chamber 30, the fluid 
moves radially outward toward the inner wall 27 of the 
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outer housing member and then moves longitudinally in 
a horizontal direction toward a midpoint plane gener- 
ally indicated by a vertically dashed line 80 and then 
moves radially inwardly toward the outer wall 43 of 
inner filter assembly 35. Thus the fluid in the chamber 5 
30 has a generally toroidal type of motion in radial 
planes on either side of the mid-point transverse plane 
80 of the outer member 20. The inner filter assembly 35 
has openings 82 along its length for exit passage of fluid 
and, while not illustrated in FIG. 2, there is a lengthwise 10 
extending filter cloth located across the openings 82 
which prevents microcarrier bead members in the 
chamber 30 from exiting through the openings 82. Spent 
fluid in the cell culture chamber 30 thus is passed to the 
interior 85 of the inner filter assembly 35 and exits via a 15 
passageway 86 in the output shaft 25 to a rotative cou- 
pling output 88 in the stationary housing 40 and to a 
passageway 89 to the return of the loop passageway for 
recharging. 

Referring now to FIG. 4, a detailed drawing of the 20 
bio-reactor of the present invention in a preferred form 
is illustrated. The outer housing 20 includes left and 
right hand cylindrically shaped transverse end cap 
members 90, 91 which have facing end surfaces 28, 29 
arranged to receive an inner cylindrical tubular glass 25 
member 93 and an outer tubular glass member 94. Suit- 
able pressure seals are provided. Between the inner and 
outer tubular members 93, 94 is an annular wire heater 
96 which is utilized for obtaining the proper incubation 
temperatures for cell growth. The left and right hand 30 
end cap members 90, 91 have inner curved surfaces 
adjoining the end surfaces 28, 29 for promoting 
smoother flow of the fluid within the chamber 30. The 
end cap members 90, 91 have central fluid transfer jour- 
nal members 94, 95 which are rotatably received respec- 35 
tively on an input shaft and an output shaft. Each hous- 
ing journal member 94, 95 has a flange to seat in a re- 
cessed counter bore in an end cap member and is at- 
tached by a lock washer and ring 97, 98 against longitu- 
dinal motion relative to a shaft. Each journal member 40 
94, 95 has a intermediate annular recess which is con- 
nected to longitudinally extending, circumferentially 
arranged passages. Each annular recess in a journal 
housing is coupled by a radially disposed passage in an 
end cap member 90 or 91 to an input coupling 103, 104. 45 
Fluid in a radial passage 78 or 79 flows through an 
annular recess and the longitudinal passages in a journal 
member 94 or 95 to permit access fluid through a jour- 
nal member to each end of the journal where the access 
is circumferential about a shaft. 50 

Attached to the end cap members 90 and 91 are tubu- 
lar bearing housings 105, 106 containing ball bearings 
which relatively support the housing member 20 on the 
input and output shafts 23 and 25. The left hand bearing 
housing 105 has an attached sprocket gear 110 for pro- 55 
viding a rotative drive for the housing member 20 in a 
rotative direction about the input and output shafts 23, 

25 and the central axis 21. The housing 105, 106 also has 
provisions for electrical take out of the heater wire 96 
and any other sensor. 60 

The inner filter assembly 35 includes inner and outer 
tubular members 115, 116 having perforations or open- 
ings along their lengths and end cap members 117, 118. 
The inner tubular member 115 is constructed in two 
pieces with an interlocking centrally located coupling 65 
section and each piece attached to an end cap 117 or 
118. The outer tubular member 116 is mounted between 
the end caps 117 and 118. 


12 

The end cap members 117, 118 are respectively rotat- 
ably supported on the input shaft 23 and the output shaft 
25. The inner member 115 is rotatively attached to the 
output shaft 25 by a pin and an interfitting groove 120. 
A polyester cloth 121 with a ten micron weave is dis- 
posed over the outer surface of the outer member 116 
and attached to O-rings at either end. Because the inner 
member 115 is attached by a coupling pin to a slot in the 
output drive shaft 25, the output drive shaft 25 can 
rotate the inner member 115. The inner member 115 is 
coupled by the end caps 117 and 118 which support the 
outer member 116. The output drive shaft 25 is ex- 
tended through bearings in a left hand stationary hous- 
ing 40 and is coupled to a sprocket gear 41. 

As illustrated, the output shaft 25 has a tubular bore 
120a which extends from a port or passageway 89 in the 
stationary housing 40 located between seals to the inner 
member 115 so that a flow of fluid can be exited from 
the inner member 115 through the stationary housing 
40. 

Between the end caps 117 and 118 for the inner mem- 
ber 35 and the journals 94, 95 in the outer member 20, 
are hubs 125, 126 for the blade members 50a and 50 b. 
The hub 126 on the input shaft 23 is coupled to the input 
shaft 23 by a pin 130 so that the hub 126 rotates with the 
input shaft 23. Each hub 125, 126 has axially extending 
passageways for the transmittal of fluid medium 
through a hub. 

The input shaft 23 extends through bearings in the 
right hand stationary bearing housing for rotatable sup- 
port of the input shaft 23. A longitudinal passageway 67 
extends through the input shaft 23 to a location interme- 
diate of retaining washers and rings which are disposed 
in an annular recess 132 between the face plate and the 
housing. A radial passageway 72 in the end cap member 
91 permits fluid in the recess to exit from the end cap 
member 91. While not shown, the passageway 72 con- 
nects through piping and a Y joint to each of the pas- 
sages 78 and 79. It will be appreciated that there is a 
substantial symmetry of construction with respect to 
the vertical plane defined by line 3—3 of FIG. 3. 

A sample port is shown in FIG. 4, where a first bore 
132 extending along a first axis intersects a corner 133 of 
the chamber 30 and forms a restricted opening 134. The 
bore 132 has a counterbore and a threaded ring at one 
end to threadedly receive a cylindrical valve member 
136. The valve member 136 has a complimentarily 
formed tip to engage the opening 134 and protrude 
slightly into the interior of the chamber 30. An O-ring 
140 on the valve member 136 provides a seal. A second 
bore 141 along a second axis intersects the bore 132 at a 
location between the O-ring 140 and the opening 134. A 
elastomer or plastic stopper 143 closes the bore 141 and 
can be entered with a hypodermic syringe for removing 
a sample. To remove a sample, the valve member 136 is 
backed off to access the opening 134 and the bore 141. 
A syringe can then be used to extract a sample and the 
opening 134 can be reclosed. No outside contamination 
reaches the interior of the vessel. 

In operation, fluid is input to the passageway 66 to the 
shaft passageway 97 and thence to the end member 
passageways 78 and 79 via the passageway 72. When 
the fluid enters the chamber 30 via the longitudinal 
passages in the journals 95, 94 the fluid impinges on an 
end surface of the blade journals 125, 126 and is dis- 
persed radially as well as axially through the passage- 
ways in the journals 125, 126. Fluid passing through the 
journals 125, 126 impinges on the end caps 117, 118 and 
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is dispersed radially. The flow of entry fluid is thus 
radially outward away from the central axis 21 and 
flows in a toroidal fashion from each end to exit through 
the filter 121 and openings in filter assembly 35 to exit 
via the passageways 120 and 89. By controlling the 
rotational speed and direction of rotation of the assem- 
blies 20, 30 and 35 any desired type of fluid action can 
be obtained. Of major importance, however, is the fact 
that a clinostat operation can be obtained together with 
a continuous supply of fresh medium and oxygen, 

PROTOCOL 

The methods of the current invention process may be 
generalized as follows. An appropriate volume rotating 
wall vessel, such as a 500 ml rotating wall perfused 
culture vessel with an internal vane, is chosen. The 
vessel is first connected to the external media perfusion 
conduits including the gas exchange membranes, pump, 
and media sample ports and is then sterilized, preferably 
with ethylene oxide gas, and washed with sterile phos- 
phate buffered saline (PBS) then watered and aerated. 
The vessel is completely filled with the appropriate 
media for the cells or tissue to be cultured. The con- 
trolled environment incubator which completely sur- 
rounds the rotating wall vessel and in which it operates 
is set for 5% CO 2 , 21% oxygen, and 37 degrees Celsius. 
The media perfusion loop is set at a rate adequate to 
allow timely equilibration of the liquid media dissolved 
gases with the external controlled incubator environ- 
ment. Cell attachment substrates are introduced either 
simultaneously or sequentially with cells into the cul- 
ture vessel to give an appropriate density, such as 5 mg 
of beads per of ml of media, of attachment substrate for 
the anchorage dependent cells. The culture media is 
then rotated about a horizontal axis. The rotation may 
begin at about 10 revolutions per minute, the slowest 
rate which produces a microcarrier bead orbital trajec- 
tory in which the beads do not accumulate appreciably 
at the vessel walls either by gravitational induced set- 
tling or by rotationally induced centrifugation. The 
vessel wall, mixing vane, and centerline spin filter are 
also set at the same rotation (10 RPM) in order to pro- 
vide essentially no relative motion of the culture media 
with respect to the vessel internal surfaces and therefore 
producing the minimal fluid velocity gradients and fluid 
shear stresses in the culture fluid dynamic environment. 

It is recognized that in gravity the relative motion of 
the rotating fluid without any particles may be reduced 
to a level which can not be easily preserved; however, 
that when particles are placed into the rotating fluid 
that a measurable or visual change occurs and some 
relative motion occurs. However, the shear stress field 
which results is the minimum which has been found in 
a bio-reactor for culturing cells or tissue and therefore, 
permits the creation of 3-dimensional tissue which has 
not heretofore been possible. This mixture of freely 
suspended attachment substrates within the rotating 
fluid media and rotating vessel components is allowed 
to equilibrate for a short period of time, a time sufficient 
for transient flows to dampen out. The media perfusion 
rate is set to zero during the cell loading and initial 
attachment (cells attaching to the microcarrier sub- 
strates) phase so as to retain the small cells within the 
vessel proper and not to draw them through the spin 
filter and external media perfusion loop where severe 
cell damage would occur. This initial loading and at- 
tachment phase may take 2 to 4 hours. The absence of 
perfusion induced mixing, nutrient delivery, waste 
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product removal, and respiratory gas exchange during 
this period is well tolerated due to the small total 
amount of initial cellular metabolism and the brevity of 
this condition. The desired cells are gently injected into 
5 the rotating culture media over a short period of time, 
(2 minutes) so as to minimize cell damage while passing 
through the syringe and injection port. After injection 
of the cells is complete, the vessel outer wall is quickly 
(within 1 minute) returned to initial rotation (10 RPM) 
10 to match the angular rotational rate of the rest of the 
system and thereby returning the fluid shear stress field 
to the minimal level obtainable for these freely sus- 
pended cells and attachment substrates. 

All free gas bubbles are then purged via a venting 
I 5 port to assure minimal disruption to the rotating fluid/- 
substrate/cell mixture which would result from buoy- 
ant gas interfering with the near solid body rotating 
mixture. The cells and beads remain in nearly the same 
local region due to the similarity of their orbits and do 
20 not achieve a large net separation from each other. 
They are allowed to interact with 3-dimensional free- 
dom for spatial orientation within the rotating fluid and 
are not exposed to disruptive shear stresses which 
would cause cell damage and limit the assembly of 
25 delicate 3-dimensional structures. 

After the initial loading and attachment phase (2 to 4 
hours) the perfusion loop is set at a low flow speed (4.5 
ml. per minute) which does not interfere with the initial 
3-dimensional assembly process. As the culture pro- 
30 gresses the size and sedimentation rate of the assembled 
tissue increases, the system rotational rates must be 
increased (increasing in increments of about 1 to 2 RPM 
from about 10 to about 20 RPM or more) in order to 
reduce the gravitationally induced orbital distortion 
35 (from the ideal circular streamlines) of the now in- 
creased (2 millimeter) diameter tissue pieces. The rota- 
tional rate may be increased until centrifugation is ob- 
served to cause accumulation of the tissue pieces at the 
outer vessel walls which becomes detrimental to further 
40 3-dimensional growth of delicate structure. The rapid 
cell growth and increasing total metabolic demand ne- 
cessitates additional intermittent injections of nutrients. 
This injection is increased as necessary to maintain 
glucose and other nutrient levels. The culture may be 
allowed to progress beyond the point at which it is 
possible to select excellent particle orbits. At this point 
gravity has introduced constraints which somewhat 
degrades performance in terms of fully 3-dimensional 
-Q low shear tissue culture. 

Every 15 minutes during the total culture period the 
spin filter is stopped and started at 15 second intervals 
for 1 minute in order to clear particles from the spin 
filter surface. This prevents accumulation of substrates, 
55 cells, and debris on the filter. Samples of the growing 
tissue may be withdrawn as desired from a syringe at- 
tached to the sample port. The vessel outer wall may be 
temporarily stopped to allow practical handling of this 
syringe connected to the vessel. 

60 EXAMPLE I 

Preparation 

A 3-dimensional rat bone cell culture was produced 
in the following manner. The bio-reactor, slow turning 
65 lateral vessel (STLV) was prepared by washing with 
detergent and germicidal disinfectant solution (Roccal 
II) at the recommended concentration for disinfection 
and cleaning followed by copious rinsing and soaking 
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with high quality deionized water. The bioreactor was 
sterilized by autoclaving then rinsed once with culture 
medium. 


Inoculation 

The 100 ml. volume STLV was filled with cell cul- 
ture medium consisting of minimum essential medium 
(MEM) with Earle’s salts, growth supplements, antibi- 
otics and 10% fetal bovine serum. After equilibration 
for one hour in the CO 2 incubator, the substrate consist- 
ing of collagen coated dextian polymer, Cytodex 3 mi- 
crocarrier beads (Pharmacia Fine Chemicals, Uppsala, 
Sweden) were suspended in a small volume of culture 
medium and loaded into the device. An empty syringe 
attached to one of the sampling ports functioned as a 
compliant volume reservoir during inoculation to re- 
ceive the displaced media. The final bead concentration 
was 5 mg./ml. of vessel volume. 

A volume of culture medium was injected to com- 
pletely fill the device. All air bubbles were removed 
using a syringe attached to a sample port on the vessel. 
The device containing suspended beads was placed in a 
5% CO 2 environment at 37° C. to equilibrate for about 
30 minutes. 

Monodispersed primary rat osteoblast calvarium 
bone cells were suspended in a small volume of cell 
culture medium and inoculated into the vessel by injec- 
tion through a sample port. The cell seeding density 
was approximately 10 cells per bead. A second syringe 
was attached to another port and served as a compliant 
volume reservoir for the vessel. The device was placed 
on the rotation base and connected to the air pump. The 
motor was switched on and the rotation rate was set at 
approximately 16 RPM. 

Cell Attachment and Three Dimensional Growth 

At 24 hours, microscopic observation showed that 
the cells were well attached and flattened on the surface 
of the beads. The beads and cells were not associated 
into higher order structures at this point. Very little 
orbital path distortion or centrifugation was observed. 
The medium was changed to remove non-viable float- 
ing cells. On day three, the medium was changed again 
to assure nutrient supply to the cells. At day four cells 
were in good condition. To replenish nutrients yet re- 
tain growth factors secreted by the cells, three-fourths 
of the medium was removed and the same volume of 
fresh medium was added. The same procedure was 
repeated on day 5. 

On day 5, microscopic observation of samples 
showed rounded assemblies of beads which were larger 
than seen on the previous day. Also noted were cells 
spanning spaces between beads. The air flow into the 
device was turned up to provide more oxygen to the 
rapidly growing culture. At this point the assemblies 
were observed to fall radially inwards on the “down” 
side and outwards on the “upside”. 

On the 6th day the culture was transferred to a larger 
250 ml volume STLV device. On day 8, ordered assem- 
blies of beads were very large (1-2 mm) with 8 to 15 
beads in the assemblies and more three dimensional 
structure was noted. The medium was changed at this 
time. At this point some accumulation of the tissue 
assemblies was occurring at the outer vessel wall. This 
centrifugation effect was quite gentle. 

The cells were maintained in the three dimensional 
structure for 17 days with additional medium changes 
on days 9, 10 and 12 and additions of glucose on days 1 1, 
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15 and 16. There was no evidence of mechanical dam- 
age and the size of the cell/bead assemblies did not 
exceed the ability of the device to suspend the particles. 
The assemblies were of 1 to 2 mm in size and consisted 
5 of cells of mixed morphology which may be the indica 
of beginning differentiation. The run was terminated by 
choice of the investigators. 

EXAMPLE 2 

10 Formation of “artificial tissue” in free suspension 
Preparation 

The rotating reactor vessel system (RWPV) consist- 
ing of a 500 ml cell culture vessel, a hollow fiber oxy- 
15 genator, a prototype diaphragm pump, an in-line pH 
sensor, sample ports and a peristaltic pump for infusion 
of fresh medium were assembled, sterilized by ethylene 
oxide (ETO) and aerated for two days. The vessel was 
then loaded with phosphate buffered saline (PBS) to 
20 rinse and remove residual ETO. During this step, a leak 
was discovered in the oxygenator and unit was replaced 
using sterile techniques. The system was then loaded 
with culture medium and placed in the CO 2 incubator. 
After remaining sterile for at least two days, the RWPV 
25 system was loaded with cells and substratum as de- 
scribed below. 

Inoculation 

Cytodex 3 microcarrier beads (Pharmacia Fine 
30 Chemicals„Uppsala, Sweden) were reconstituted ac- 
cording to standard laboratory procedures, suspended 
in Microcarrier Medium (MM), containing 20% fetal 
calf serum, 100 units of penicillin/ml and 100 ug of 
streptomycin/ml, loaded into a 50 ml syringe and in- 
35 jected into the vessel. The bead density in the vessel was 
5 mg/ml of vessel volume. 

The system was then loaded with Baby Hamster 
Kidney (BHK21) cells at passage level 56. To achieve 
this, ampules of frozen stock BHK21 cells were thawed. 
40 The cells were suspended in 50 ml of growth medium 
(MM) and put into a 20 ml syringe for injection into the 
culture vessel. The final cell seeding density was ap- 
proximately 6 cells/bead. Cells were loaded into the 
vessel at 9:30 AM. 

45 The system parameters were as follows. The constant 
volume diaphragm pump was timed to circulate the 
medium at 4.5 ml/min. The pump rate was turned up to 
20 ml/min four days after addition of cells and beads in 
order to increase the oxygen delivery to the reactor 
50 vessel. The pump system delivered 0.7 ml every two 
seconds. The rotation rate of the vessel and the mixing 
blades were set at 15 to 20 RPM and remained there 
during the test. The spin filter rotation rate was 25 to 30 
RPM. This produced a very low turbulence environ- 
55 ment resulting in a cell/bead suspension upon introduc- 
tion of those particles. 

Cell Attachment and Three Dimensional Growth 

In order to assess the rate of attachment of cells to the 
60 substrate beads, samples of the cell-bead suspension 
were removed for cell counts and microscopic observa- 
tion at 2, 4 and 6 hours after loading the vessel with 
cells. Many of the cells attached to the beads within two 
hours and flattened on the surface of the beads which is 
65 an essential state preliminary to growth of the cells. 
Early in this test microscopic observation showed that 
some of the monodispersed cells clumped in groups of 
10 to 30 cells. There did not appear to be any mechani- 
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cal damage or damage due to cells striking the vessel 
wall. At 4 hours, these clumps of cells had attached to 
beads and were flattened on the surfaces. No orbital 
distortion or centrifugation effects were visible at this 
point. 

At 24 hours some beads were covered with cells but 
there were also many floating cells. At this time, fresh 
medium was perfused into the vessel. Four hours later, 
almost all of the cells had attached to beads and there 
was no evidence of cell-cell aggregates as seen earlier. 
The poor appearance at 24 hours was probably due to 
toxicity from the new oxygenator used to replace the 
original one which leaked during set up. 

At 48 hours the cell growth rate began to increase 
rapidly. Glucose, glutamine (nutrients) and sodium hy- 
droxide for pH control were added on day four to com- 
pensate for cell metabolism and depletion of nutrients. 

At five days, aggregates of cells and beads were 
noted and the medium was changed to a low percent 
serum (2%) medium to slow cell metabolism and 
growth. The cells continued to grow, however, and 
reached a maximum density of 148 cells/bead at day 7. 
Very large and uniformed assemblies of about 1 to 2 mm 
formed and did not disaggregate during the remainder 
of the test. Ordered uniform assemblies of 8 to 10 beads 
formed in 3 dimensional arrays over which the cells 
grew into a smooth membrane-like configuration of 
elongated fibroblastoid morphology. Multiple layers of 
these cells were apparent by microscope examination 
both on the surface and in the inter-bead spaces. The 
cells were placed in ordered layers with cell membranes 
immediately adjacent to each other. The test was termi- 
nated at 10 days. The size of most of the tissue-like 
aggregates of cells on beads did not exceed the limits of 
the rotating wall vaned vessel to freely suspend the 
aggregates in a quiescent 3-dimensional environment, 
unrestricted by internal boundaries. Some very large 
assemblies, 3 to 8 mm, were observed. These rapidly 
sedimenting tissues were observed to exhibit grossly 
distorted orbital paths and centrifugation to the outer 
vessel walls. High energy impacts and vigorous “roll- 
ing” effects were observed. These were considered 
beyond the process capacity to retain the quiescent, low 
shear, 3-dimensional culture environment. 

We claim: 

1. A method for culturing mammalian cells to pro- 
duce in vitro multi-cellular, three-dimensional assem- 
blies of predominately living mammalian cells with 
predominately adjacent cell membranes evidencing 
minimal mechanical damage, said method including the 
steps of: 

providing a bioreactor having a culture chamber 
rotatable about an approximately horizontal longi- 
tudinal axis, means to controllably rotate said cul- 
ture chamber, means to introduce an oxygen-con- 
taining fluid throughout said culture chamber and 
means to remove metabolic waste products there- 
from; 

filling said culture chamber completely with a fluid 
nutrient media containing discrete suspension ma- 
terial and mammalian cells of a single type, to ini- 
tially establish a culturing environment; 

rotating said culture chamber about its longitudinal 
axis while introducing an oxygen-containing fluid 
to said culture chamber and removing metabolic 
waste products therefrom to maintain said cultur- 
ing environment; 
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controlling the rotation of said culture chamber such 
that the fluid medium except during transient peri- 
ods has the following simultaneous properties: 

a. collocation of the discrete suspension material 
and mammalian cells, 

b. essentially no relative motion of said fluid media 
with respect to the boundaries of the chamber, 
and 

c. freedom for three dimensional spatial orientation 
of assemblies formed by the culturing of the 
cells; and 

determining the assembly trajectory, in response to 
said determining step: increasing the speed of rota- 
tion of the culture chamber if the assembly parti- 
cles fall excessively inward and downward on the 
downward side of the rotation cycle and exces- 
sively outward and insufficiently upward on the 
upgoing side of the rotation cycle to prevent wall 
impact; or decreasing the speed of rotation of the 
culture chamber in response to excessive accumu- 
lation of the assemblies near the outer wall of the 
culture vessel so as not to restrict three dimensional 
assembly, and as the size of the assemblies increase 
beyond the capability to fully satisfy the above 
three properties by further increase of the speed of 
rotation, selecting a rotational rate to visually ob- 
tain minimal collision frequency and intensity. 

2. The method of claim 1 wherein the bioreactor is 
located in microgravity. 

3. The method of claim 1 wherein the bioreactor is 
located in unit gravity. 

4. The method of claim 1 wherein the method of 
sustained said culture environment is by perfusion. 

5. The method of claim 1 wherein the cell attachment 
substrates are microcarrier beads. 

6. The method of claim 1 wherein the vessel is rotated 
within the range of 5. and 100 RPM. 

7. A method for culturing mammalian cells to pro- 
duce in vitro multi-cellular, three-dimensional assem- 
blies of predominately living mammalian cells with 
predominately adjacent cell membranes evidencing 
minimal mechanical damage, said method including the 
steps of: 

providing a bioreactor having a culture chamber 
rotatable about an approximately horizontal longi- 
tudinal axis, means to controllably rotate said cul- 
ture chamber, means to introduce an oxygen-con- 
taining fluid throughout said culture chamber and 
means to remove metabolic waste products there- 
from; 

filling said culture chamber completely with a fluid 
nutrient media, cell attachment substrates, and 
mammalian cells of a single type, to establish a 
culturing environment; 

rotating said culture chamber about its longitudinal 
axis while introducing an oxygen-containing fluid 
to said culture chamber and removing metabolic 
waste products therefrom to maintain said cultur- 
ing environment; 

controlling the rotation of said culture chamber such 
that the fluid medium except during transient peri- 
ods as the following simultaneous properties: 

a. localization of cells and attachment substrates 
with similar or differing sedimentation proper- 
ties in a similar spatial region, 

b. freedom for three dimensional spatial orientation 
of assemblies formed by the culturing of the 
cells, 
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c. low shear and essentially no relative motion of 
said culturing environment with respect to the 
boundaries of the chamber; and 
determining the trajectory of the assemblies, in re- 
sponse to said determining step: increasing the 5 
speed of rotation of the culture chamber if the 
assemblies fall excessively inward and downward 
on the downward side of the rotation cycle and 
excessively outward and insufficiently upward on 
the upgoing side of the rotation cycle to prevent 10 
wall impact; or decreasing the speed of rotation of 
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the culture chamber in response to excessive accu- 
mulation of the assemblies near the outer wall of 
the culture vessel so as not to restrict three dimen- 
sional assembly, and as the size of the assemblies 
increase beyond the capability to fully satisfy the 
above three properties by further increase of the 
speed of rotation, selecting a rotational rate to 
visually obtain minimal collision frequency and 
intensity. 
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